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(57) ABSTRACT

A method of metering a preselected volume of hydrogen
peroxide into a vessel under vacuum is disclosed. The method
comprises the steps of connecting a passage of known volume
to the vessel under vacuum to evacuate the passage; sealing
the passage; connecting the passage to a supply of hydrogen
peroxide solution for a time sufficient to draw the hydrogen
peroxide solution into the evacuated passage and fill the pas-
sage with the hydrogen peroxide solution; sealing the pas-
sage; and repeating steps a) to d) until a cumulative volume of
fills of the passage is equal to the preselected volume. The
volume of the passage is preferably 15 ulL to 75 plL. Steril-
ization is controlled in an economic manner by obviating the
need for a means to measure the hydrogen peroxide concen-
tration in the chamber.
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HYDROGEN PEROXIDE STERILIZATION
METHOD

CROSS REFERENCE TO RELATED
APPLICATIONS

This applicationis a continuation application of U.S. appli-
cation Ser. No. 12/893,742, filed Sep. 29, 2010 and entitled
STERILIZATION METHOD AND APPARATUS, which
claims priority from U.S. Provisional Application Ser. No.
61/247,197, filed Sep. 30, 2009 and entitled STERILIZA-
TION METHOD AND APPARATUS, the contents of which
are incorporated into the present application in their entirety.

FIELD OF THE INVENTION

The present disclosure relates generally to sterilization
methods and apparatus. More particularly, the present disclo-
sure relates to a sterilization process using gaseous biocides
under vacuum.

BACKGROUND OF THE INVENTION

Sterilization is the destruction of any virus, bacteria, fun-
gus or other micro-organism, whether in a vegetative or in a
dormant spore state and is defined by a 10~ reduction in the
level of bacteria. Conventional sterile processing procedures
for medical instruments involve high temperature (such as
steam and dry heat units) or chemicals (such as ethylene oxide
gas, hydrogen peroxide, or ozone).

Sterilization methods and apparatus using gaseous ster-
ilants are well known. Sterilizers using hydrogen peroxide as
the sterilant are widely used. The hydrogen peroxide is gen-
erally supplied as an aqueous solution and evaporated prior to
injection into a sterilization chamber of the sterilizer, by
heating of the solution, or by applying a vacuum to the ster-
ilization chamber, or both. After evaporation of the solution,
the sterilization atmosphere in the sterilization chamber
includes water vapor and hydrogen peroxide gas. It is a dis-
advantage of this process that the water vapor tends to con-
densate on articles in the chamber as the sterilization pro-
ceeds. The resulting layer of water condensate on the articles
to be sterilized interferes with the sterilizing action of the
hydrogen peroxide. Numerous apparatus and process modi-
fications have been developed to address this problem, all of
which are aimed at limiting the relative humidity in the ster-
ilization atmosphere during the sterilization process. How-
ever, these modifications invariably increase operating cost
and/or sterilization cycle times.

Sterilization processes using both hydrogen peroxide gas
and ozone gas have been used, but with unsatisfactory results
especially with respect to the sterilization of articles with long
internal lumens, such as gastroscopes and colonoscopes, and
with respect to cycle times and sterilization cost. Although
ozone based processes are satisfactory with respect to steril-
ization of articles with long lumens, material compatibility
represents a problem. Hydrogen peroxide based processes are
generally unsatisfactory regarding the sterilization of long
lumens. Undesired condensation of the hydrogen peroxide on
the article to be sterilized reduces the sterilization efficiency.

Therefore, a method and apparatus is desired which would
address at least one of the disadvantages of known steriliza-
tion processes using gaseous sterilants.

SUMMARY OF THE INVENTION

It is an object of the present invention to obviate or mitigate
at least one disadvantage of previous sterilization processes
using gaseous sterilants.
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In a first aspect, a method is provided for metering hydro-
gen peroxide gas into an evacuated vessel, for example a
sterilization chamber, or an evaporator therefore, for control-
ling the concentration of hydrogen peroxide in the chamber.
The method includes the steps of a) connecting a passage of
known volume to the vessel under vacuum to evacuate the
passage; sealing the passage; connecting the passage to a
supply of hydrogen peroxide solution for a time sufficient to
draw the hydrogen peroxide solution into the evacuated pas-
sage and fill the passage with the hydrogen peroxide solution;
sealing the passage; and repeating steps a) to d) until a cumu-
lative volume of fills of the passage is equal to the preselected
volume. The concentration of the hydrogen peroxide vapor in
the chamber is controlled in a repeatable manner by simply
monitoring the number of injection cycles until the cumula-
tive volume of injection is achieved.

In a second aspect, the known volume of the metering
passage is between 75 ul. and 15 plL..

In a third aspect, the volume of the metering passage is
between 15 ulL and 35 pl.

In a fourth aspect, the volume of the metering passage is
between 15 ulL and 20 pl.

In the method of this disclosure, expensive peroxide con-
centration measurement systems are replaced with an eco-
nomical monitoring of the number of injection cycles using a
passage of fixed volume.

The method includes the step of maintaining the steriliza-
tion chamber at a vacuum pressure below the pressure at
which hydrogen peroxide will boil at the preselected tem-
perature.

Other aspects and features of the present invention will
become apparent to those ordinarily skilled in the art upon
review of the following description of specific embodiments
of'this disclosure in conjunction with the accompanying fig-
ures.

BRIEF DESCRIPTION OF THE DRAWINGS

Embodiments of the present apparatus, systems and meth-
ods will now be described, by way of example only, with
reference to the attached Figures, wherein:

FIG. 1 shows a schematic diagram of an apparatus in accor-
dance with this disclosure, the illustrated parts of the appara-
tus being listed in Table III;

FIG. 2 shows a schematic diagram of a hydrogen peroxide
delivery system in accordance with this disclosure, the illus-
trated parts of the system being listed in Table I11;

FIG. 3 is a flow diagram of a preferred sterilization method
in accordance with this disclosure;

FIG. 4 is a graph illustrating a first exemplary sterilization
cycle in accordance with this disclosure;

FIG. 5 is a graph illustrating a second exemplary steriliza-
tion cycle in accordance with this disclosure;

FIG. 6 is a graph illustrating a third exemplary sterilization
cycle in accordance with this disclosure;

FIG. 7 shows an exemplary embodiment of a hydrogen
peroxide supply unit in accordance with this disclosure;

FIG. 8 shows an exemplary embodiment of a hydrogen
peroxide reservoir, metering and evaporation assembly in
accordance with this disclosure;

FIGS. 94,95, and 9c¢, also referenced collectively herein as
FIG. 9, is a schematic diagram of a control system for an
apparatus in accordance with this disclosure;

FIG. 10a is a perspective view of a sterilant container in
accordance with this disclosure;

FIG. 1054 is a cross-sectional view of the container of FIG,
10a;
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FIG. 10c is a side elevational view of the container of FIG.
10a; and

FIG.10d is enlarged detail B of the container shown in FIG.
105.

DETAILED DESCRIPTION OF THE PREFERRED
EMBODIMENT

Generally, the present application provides a method for
sterilization of an article in a gaseous sterilization atmosphere
by sequentially adding evaporated hydrogen peroxide and
particularly to amethod of metering hydrogen peroxide vapor
into an evacuated chamber. Preferably, the metering is con-
trolled by using a passage of known volume for metering the
amount of hydrogen peroxide injected into the chamber.
Moreover, by controlling not only the overall concentration
of the hydrogen peroxide in the chamber, but also the indi-
vidual aliquots injected, condensation of hydrogen peroxide
in the sterilization chamber at a preselected temperature can
be controlled.

The method includes the steps of connecting a passage of
known volume to the evacuated chamber for evacuating the
passage; sealing the passage; connecting the evacuated pas-
sage to a supply of hydrogen peroxide solution for a time
sufficient to draw the hydrogen peroxide solution into and fill
the passage with the hydrogen peroxide solution; sealing the
passage; and repeating those steps until a cumulative volume
of fills of the passage is equal to the preselected volume. The
concentration of the hydrogen peroxide vapor in the chamber
is controlled in a repeatable manner by simply monitoring the
number of injection cycles until the cumulative volume of
injection is achieved.

By maintaining the sterilization chamber at a vacuum pres-
sure below the pressure at which hydrogen peroxide will boil
at the preselected temperature and evaporating and injecting
successive pulses of hydrogen peroxide until a desired overall
injection volume is achieved, the concentration of hydrogen
peroxide in the chamber can be controlled as well as
unwanted condensation of the hydrogen peroxide at the pre-
selected temperature.

As will be discussed further below, hydrogen peroxide
solution injected into the sterilization chamber in a vapor
form will condensate on the article to be sterilized. However,
condensation of the hydrogen peroxide interferes with the
sterilization of long lumens, since the hydrogen peroxide is
removed from the vapor phase during condensation. Thus, in
order for the hydrogen peroxide to penetrate long lumens, the
hydrogen peroxide should be maintained in the vapor phase
as long as possible and condensation avoided during hydro-
gen peroxide injection. This is achieve in accordance with the
present disclosure by controlling the volume of the individual
hydrogen peroxide injection pulses. In one embodiment, the
volume of each pulse of hydrogen peroxide is less than 75 plL..
In other embodiment, the volume of each pulse of hydrogen
peroxide is less than 35 pl. In a further embodiment, the
volume of each pulse of hydrogen peroxide is less than 20 pL..

This method of controlling hydrogen peroxide concentra-
tion can be used in a sterilization method as illustrated in the
flow diagram of FIG. 3 and the cycle graphs of FIGS. 4 to 6,
wherein an article is sterilized by exposing it sequentially to
hydrogen peroxide and ozone. The article is preferably
exposed under vacuum first to an evaporated aqueous solution
ot hydrogen peroxide and subsequently to an ozone contain-
ing gas. The exposure to the evaporated hydrogen peroxide is
carried out by controlling unwanted condensation of hydro-
gen peroxide. Preferably, the exposure is carried out without
reducing the water vapor content of the sterilization atmo-
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4

sphere, the water vapor content being derived from the aque-
ous solvent of the hydrogen peroxide solution and from the
decomposition of the hydrogen peroxide into water and oxy-
gen. Most preferably, the complete sterilization process is
achieved while the chamber remains sealed and without
removal of any component of the sterilization atmosphere.
For this purpose, the chamber is initially evacuated to a first
vacuum pressure sufficient to cause evaporation of the aque-
ous hydrogen peroxide at the temperature of the chamber
atmosphere. The chamber is then sealed and hydrogen per-
oxide and ozone containing gas are sequentially added to the
chamber and maintained in the chamber for a preselected
exposure time. All removal of any components in the steril-
ization atmosphere is stopped during addition of the sterilants
and for the duration of the exposure time.

The aqueous hydrogen peroxide solution is evaporated and
directly injected into the sterilization chamber without any
measures to reduce the water vapor content. The inventors of
the present application have surprisingly discovered that the
amount of sterilants used and the length of the sterilization
cycle can be significantly reduced, when any and all steps to
reduce the water vapor content in the chamber are omitted and
the hydrogen peroxide sterilization step is followed by an
ozone sterilization step, since the water vapor generated dur-
ing the hydrogen peroxide sterilization step can be used to
sufficiently humidify the atmosphere in the chamber to
improve the ozone sterilization step. Much lower amounts of
hydrogen peroxide and ozone can be used than in prior art
processes using the same sterilants, while still achieving com-
plete sterilization. Also, the required amounts of the sterilants
in accordance with the present disclosure are lower than what
would be expected from simply using the two sterilants in the
same cycle. Thus, maintaining the chamber sealed through-
out all sterilization steps without any measures to control the
humidity in the sterilization atmosphere appears to result in a
synergistic effect.

A sterilizer in accordance with this disclosure as illustrated
schematically in FIG. 1 operates generally in the following
manner. An article to be sterilized (not shown) is placed into
a sterilization chamber 10 and the chamber is sealed. A
vacuum is applied to the chamber 10. Evaporated hydrogen
peroxide solution is supplied into the sterilization chamber 10
from a delivery unit 30 (see FIG. 8), which will be discussed
in more detail below. The evaporated hydrogen peroxide sup-
plied into the chamber provides a partial sterilization of the
article. Medical quality oxygen is subjected in an ozone gen-
erator 22 to an electrical field, which converts the oxygen into
ozone containing gas. The ozone containing gas is then fed
into the chamber 10, which has been humidified by the injec-
tion of the evaporated hydrogen peroxide solution and the
decomposition of the hydrogen peroxide into free radicals
(hydroxyls), water and oxygen. The ozone containing gas
finishes the sterilization of the article. Remaining sterilant
gases are subsequently decomposed into water and oxygen
using a catalyst 52. The only residues left at the end of the
sterilization cycle are oxygen and clean water.

The ozone sterilization method of this disclosure is prefer-
ably carried out at room temperature and, thus, requires sub-
stantially no aeration or cooling down of sterilized articles so
that they can be used immediately following the sterilization
cycle. Moreover, the gases used diffuse more quickly into
long lumens to be sterilized, reducing the cycle times required
for sterilization. This allows hospitals to reduce the cost of
maintaining expensive medical device inventories. The ster-
ilization method of the invention offers several further advan-
tages. It produces no toxic waste, does not require the han-
dling of dangerous gas cylinders, and poses no threat to the
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environment or the user’s health. Stainless-steel instruments
and heat-sensitive instruments can be treated simultaneously,
which for some users will obviate the need for two separate
sterilizers.

The preferred sterilization apparatus in accordance with
this disclosure as illustrated schematically in FIG. 1 includes
a sterilization chamber 10 which can be sealed to contain a
vacuum. This is achieved with an access door 12, which can
be selectively opened for access into the chamber and which
seals the chamber in the closed condition. The apparatus
further includes an ozone generator 22 for supplying ozone-
containing gas to the sterilization chamber, a hydrogen per-
oxide delivery unit 30 for supplying evaporated hydrogen
peroxide to the sterilization chamber 10, and a vacuum pump
40 (CM-005-052 TSO3, Inc.). The vacuum pump 40 is used
for the application of a sufficient vacuum to the sterilization
chamber 10 to increase the penetration of the sterilizing gas
and to be able to generate evaporated hydrogen peroxide
solution at a temperature below the temperature inside the
sterilization chamber. The vacuum pump 40 in the preferred
embodiment is capable of producing a sufficient vacuum in
the sterilization chamber to lower the boiling point of water in
the chamber below the actual temperature of the atmosphere
in the chamber. In the preferred apparatus, the vacuum pump
is capable of producing a vacuum of 1 Torr (1.33 mbar).
Ozone produced in the ozone generator 22 is destroyed in an
ozone catalyst 52 to which ozone-containing gas is fed either
after passage through the sterilization chamber 10 or directly
from the ozone generator 22 through by-pass valve 2956. The
ozone catalyst 52 (AM-004-001, TSO, Inc.) is connected in
series after the vacuum pump 40 to prevent ozone gas escap-
ing to ambient. The ozone decomposing material in the pre-
ferred catalyst 52 is carulite. For economic and practical
reasons, it is preferred to use a catalyst for decomposition of
the ozone in the sterilization gas exhausted from the steriliza-
tion chamber 10. The catalyst destroys hydrogen peroxide
and ozone on contact and retransforms it into oxygen and
water with a certain amount ofheat being produced. Catalysts
of this type and their manufacture are well known to the
person skilled in the art of ozone generators and need not be
described in detail herein. Furthermore, other means for
destroying the ozone and hydrogen peroxide contained in the
sterilization gas will be readily apparent to a person skilled in
the art. For example, the gas can be heated for a preselected
time to a temperature at which the sterilant decomposition is
accelerated, for example, to 300° C. for a period of 3 seconds.

The hydrogen peroxide delivery unit 30 includes a reser-
voir 220 (AM-213-010, TSO; Inc.), a metering unit 240, and
an evaporator unit 260 (FM-213-003, TSO; Inc.) directly
connected to the sterilization chamber 10 through a conduit
280. (AM-213-003, TSOj; Inc.) The reservoir 220 is equipped
with a level sensor 222 to always ensure a sufficiently high
level of hydrogen peroxide for the execution of another ster-
ilization cycle. A hydrogen peroxide solution (3-59%) is sup-
plied to the reservoir from a hydrogen peroxide supply unit
200 (see FIG. 7), which will be discussed in more detail
below. The hydrogen peroxide solution is supplied into the
supply unit 200 from a sealed bottle 180 (see FIG. 7). The
evaporated hydrogen peroxide solution produced in the
evaporator unit 260 directly enters the sterilization chamber
10 with no intermediate flow restriction or valve. The evapo-
rator unit is preferably equipped with a heating device (not
shown) that maintains the temperature of the hydrogen per-
oxide solution sufficiently high to achieve a higher evapora-
tion rate and prevent freezing of the solution.

The ozone generator 22 (OZ, model 144, TSO; Inc.) is of
the corona discharge type and is cooled to decrease the ozone
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decomposition rate, all of which is well known in the art. The
ozone generation is associated with energy loss in the form of
heat. Since heat accelerates the decomposition of ozone into
oxygen, it should be removed as quickly as possible by cool-
ing of the ozone generator 22. The ozone generator in the
apparatus is kept at the relatively low temperature of3 to 6° C.
by a cooling system 60, which is either an indirect cooling
system with cooling water recirculation, or a direct cooling
system with an air cooling unit or a refrigeration unit for
cooling (not illustrated). The cooling system is preferably
kept at the temperature of 3 to 6° C. In the preferred embodi-
ment, the cooling system is kept at 4° C. so that the ozone-
containing gas generated by generator 22 is at the ambient
temperature of around 20 to 35° C. Thus, the ozone-contain-
ing gas entering into the sterilization chamber for humidifi-
cation and sterilization is kept at ambient temperatures of 20
to 35° C. This means that ozone decomposition is minimized
and the sterilization process is most efficient. The ozone-
generator 22 is preferably supplied with medical grade oxy-
gen. Oxygen may also be supplied directly to the sterilization
chamber 10 through oxygen supply valve 21. The apparatus
can be connected to a wall oxygen outlet common in hospitals
or to an oxygen cylinder or to any other source capable of
supplying the required quality and flow. The supply of oxygen
to the generator 22 takes place across a filter 23, a pressure
regulator 24, a flow meter 25 and an oxygen shut oft valve 26.
The generator is protected against oxygen over pressure by a
safety pressure switch 27. The ozone-oxygen mixture gener-
ated by the generator 22 is directed to the sterilization cham-
ber 10 through a flow regulator orifice 28 and a mixture
supply solenoid valve 29a. The mixture can also be directly
supplied to the ozone catalyst 52 by way of a bypass solenoid
valve 295 (optional). In a preferred embodiment in which a
sterilization chamber of 125 liters volume is used, the pres-
sure regulator 24 and the regulator valve 28 preferably control
the oxygen input at a pressure of about 13.8 kPa (2 psig) and
a flow rate of about 1.5 litres per minute. However, it will be
readily apparent to the skilled person that other flow rates may
be used depending on the make and model of the ozone
generator 22 and the size of the sterilization chamber.

The vacuum in the sterilization chamber 10 is produced by
way of the vacuum pump 40 and the sterilization chamber
drainage valve 44.

Valves 29a and 295 are Teflon solenoid valves (CM-900-
156, TSO3 Inc.) Valve 26 and vacuum valve 44 are solenoid
valves (CM-015-004, TSO3 Inc.).

The preferred ozone generator used in the process and
apparatus of this disclosure is a generator of the corona dis-
charge type, which is well known to the person skilled in the
art and need not be further described herein.

Operation

A preferred sterilization method according to this disclo-
sure includes the following general steps as illustrated by the
flow chart of FIG. 3. Articles to be sterilized, such as medical
instruments, can be placed directly into the sterilization
chamber, but are preferably sealed in sterile packaging con-
tainers, sterile wraps or pouches such as generally used in the
hospital environment and then placed into the sterilization
chamber. Various different types of such containers or
pouches are well known to the person skilled in the art and
need not be further described herein.

Afterinsertion of the article to be sterilized has been placed
into the sterilization chamber in step 320, the door of the
sterilization chamber is closed and the chamber sealed in step
340 and a vacuum is applied to the sterilization chamber in
step 350 until a first pressure of 1 Torr (1.33 mbar) is reached
in the chamber. The sterilization chamber walls have prefer-
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ably been preheated in a warm-up step 310 to atemperature of
40° C. Evaporated hydrogen peroxide solution is admitted
into the sterilization chamber in humidification step 360 to
partially sterilize and humidify the chamber contents. The
injection of evaporated hydrogen peroxide solution s stopped
once a pressure increase of 19 Torr has been achieved in the
chamber. The chamber can be maintained sealed for a first
exposure period 370 (preferably 2 minutes) during which the
hydrogen peroxide at least partially decomposes into free
radicals, water and oxygen. Preferably, this exposure period
can also be omitted. An ozone containing gas, preferably in
the form of a mixture of dry ozone and oxygen is then sup-
plied to the chamber in the ozone injection step 380 and the
chamber maintained sealed for a preselected second exposure
period 390. No humidification of the ozone containing gas is
carried out, or is even necessary, since the chamber atmo-
sphere has been humidified by the hydrogen peroxide solu-
tion. Between the application of the vacuum, before the
hydrogen peroxide evaporation step, and the end of the sec-
ond exposure period, all removal of any sterilization atmo-
sphere components is interrupted so that none of the compo-
nents of the atmosphere are removed before the end of the
second exposure period. The steps of vacuum application,
hydrogen peroxide injection with first exposure period and
ozone gas injection with second exposure period, are prefer-
ably repeated at least once, the number of repetitions being
determined in step 395 on the basis of the cycle chosen
previously in step 330. To remove all remaining sterilants
from the sterilization chamber 10 after the sterilization cycle
is completed a ventilation phase 400 is commenced, which
preferably includes multiple cycles of evacuation of the
chamber and flushing with oxygen. After the ventilation
phase 400, the door is unlocked in step 410 and the sterilized
articles can be taken from the chamber. The temperature of
the floor and door of the chamber and of the evaporator unit is
preferably controlled throughout the sterilization process.

In an exemplary sterilization apparatus in accordance with
this disclosure, the user has the choice of multiple different
sterilization cycles. In a preferred method, the user can
choose in cycle selection step 330 of the process among three
cycles which have the respective characteristics shown in
Table 1 and discussed below.

TABLE I
Cycle phases Cycle 1 Cycle 2 Cycle 3
Vacuum 1 Torr 1 Torr 1 Torr
Humidification with 50% H202 20 Torr 20 Torr 20 Torr
solution
Humidification plateau (optional) 2 min 2 min 2 min
03 Injection 2 mg/l 10 mg/L 3 mg/L
Exposure 5 min 5 min 10 min
No of repetition(s) 2 2 4
Approx. Cycle duration 46 min 56 min 100 min

Cycle 1- Surface sterilization of devices having low compatibility with ozone, hinged
devices and short flexible endoscopes (1 mm x 85 cm). (Ex. Cameras, cables, paddles,
forceps, bronchoscopes, ureteroscopes).

Cyrcle 2- Surface devices with high compatibility with ozone, hinged instruments and rigid
endoscopes (1 mm x 50 cm).

Cyecle 3- Instruments sterilizable with cycle #1 and complex endoscopes (Ex. gastroscopes,
colonoscopes).

Although it is preferred to operate the present sterilization
process using a 50% hydrogen peroxide solution, the process
can be operated with solutions including 3% -50% hydrogen
peroxide. Exemplary conditions for the process when oper-
ated with a 3%, 30% and 50% hydrogen peroxide solution are
as follows.
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TABLE II
Max Injection Ozone
Pressure dose No of Conditioning
% H,0, (Torr) (mg/L) repetitions time
3 44-54 25-50 2-8 2 hrs
30 30-44 5-25 2-6 2 hrs
50 17-21 (20) 2-10 2-4 Ohr

The maximum injection pressure is the pressure at which
injection of the evaporated hydrogen peroxide solution is
stopped. The conditioning time represents a time period after
sealing of'the chamber and prior to application of the vacuum
in which the articles to be sterilized are maintained in the
sterilization chamber and gradually warm up from room tem-
perature due to the chamber walls, floor and door being
heated to about 40° C. This warming up of the load in the
chamber is required to prevent undue condensation of water
on the load on injection of the evaporated hydrogen peroxide
solution. The risk of condensation increases with decreasing
hydrogen peroxide solution concentrations.

Once the user has chosen one of the three cycles, the user
closes the sterilization chamber door and pushes the start
button. The sterilizer control system (see FIG. 9) will then,
under the control of a built in operating software, start the
sterilization process according to the cycle chosen and using
preselected parameters for the cycle chosen. There is no pre-
conditioning ofthe sterilization load. The cycle starts with the
generation a vacuum in the sterilization chamber of approxi-
mately 1 Torr (1.33 mbar). An evaporated aqueous hydrogen
peroxide solution is subsequently injected into the chamber
through the evaporator unit to partially sterilize and humidify
the load. Before entering the evaporator unit, the hydrogen
peroxide solution passes through the metering unit 240
shown in FIG. 8. The metering unit 240 is directly connected
to the evaporator unit 260 and, thus, subjected to the vacuum
pressure present in the chamber. The metering unit 240
includes a base block 241 having a passage of a fixed, known
volume (not shown) and connected by an intake valve 242 at
an upstream end of the passage to the hydrogen peroxide
reservoir 220 and by an exhaust valve 243 at a downstream
end of the passage to the evaporator unit 260. The flow of
hydrogen peroxide solution through the metering unit 240
can be exactly controlled by way of the valves 242, 243,
which are switched oppositely and non-overlapping so that
one valve is always closed when the other is open and both
valves are never open at the same time. In this manner, the
passage is evacuated when the exhaust valve 243 is open and
the intake valve 242 is closed, filled with hydrogen peroxide
solution when the exhaust valve 243 is closed and the intake
valve 242 is open and evacuated again when the exhaust valve
243 is again open and the intake valve 242 is again closed.
Since the exact volume of the passage is known, the amount
of hydrogen peroxide solution supplied per valve cycle is
known and the total amount of hydrogen peroxide can be
calculated on the basis of the number of valve switching
cycles. The number of times and the frequency that the valves
242, 243 open and close are controlled and monitored by
apparatus software and can be used to determine the amount
of hydrogen peroxide solution removed from the reservoir
and to calculate the theoretically remaining amount of solu-
tion in the reservoir, based on the total amount aspirated from
the supply bottle and the metered amount. The inventors of
the present apparatus and method have discovered that, con-
trary to common general knowledge the exact amount of
evaporated hydrogen peroxide supplied into the chamber is
not critical. To the contrary, the inventors of the present appli-



US 9,402,928 B2

9

cation have surprisingly discovered that the most reliable
determinant of the sterilization efficacy of the hydrogen per-
oxide vapor is the pressure in the chamber. The sterilization
efficacy is dependent on the saturation level of the steriliza-
tion atmosphere with hydrogen peroxide. However, the satu-
ration level cannot be calculated reliably from the amount of
solution injected, since it greatly depends on the load in the
chamber and the adsorption characteristics of the materials in
the load. The saturation level is however directly proportional
to the pressure in the chamber. Therefore, the saturation level
in the chamber can be determined solely on the basis of the
chamber pressure rather than by measuring the flow or
amount of the injected hydrogen peroxide solution into the
chamber. As a result, the number of valve switching cycles
during the hydrogen peroxide injection step 360 in an
embodiment of the present invention is wholly dependent on
the pressure to be reached in the chamber 10 at completion of
the hydrogen peroxide injection. In a preferred embodiment,
a 50% aqueous hydrogen peroxide solution is used and the
pressure increase to be reached in the chamber is 19 Torr. An
optional dwell time of 2 minutes follows the reaching of the
preset pressure increase of 19 Torr. Then a dose of dry ozone
containing gas is injected followed by a second exposure
time. The ozone dose depends of the cycle chosen by the user.
When the desired number of repetitions of the first and second
partial sterilization steps is attained, ventilation of the steril-
ization chamber 10 is carried out by evacuating and re-filling
the chamber 3 times with oxygen in order to remove residuals
of the hydrogen peroxide and ozone sterilants.

In order to determine whether a variation in the volume of
hydrogen peroxide injected by each pulse during the condi-
tioning phase has an impact on the sterilization effectiveness
and on the amount of condensation observed on the load,
applicant performed sterilization testing with different injec-
tion pulse amounts. Theoretically, the speed of injection/
evaporation of the hydrogen peroxide could have an impact
on the sterilization effectiveness. By injecting a much larger
volume during each pulse, the solution is pushed faster into
the chamber, and the time for the liquid to evaporate is dimin-
ished. The chance of having more condensation on the instru-
ment or on the packaging material is therefore greater. Con-
densation that is too pronounced would be expected to create
two problems. First, pronounced condensation could limit the
ability of ozone to reach the spores at the surface of the
instruments. Second, the hydrogen peroxide liquid can stay
trapped in the packaging material, being hazardous for people
handling the sterilized load afterwards. If the amount of
trapped hydrogen peroxide liquid is too large, ventilation of
the chamber and packaging at the end of the sterilisation cycle
may not be sufficient, to remove all traces of hydrogen per-
oxide condensate.

When the pressure in the sterilisation chamber is lowered
below atmospheric pressure, any liquid present or injected
into the chamber will boil at a lower temperature than at
atmospheric conditions. In the above described embodiment
of the present process, the pressure in the chamber is first
lowered and then a volume of hydrogen peroxide is injected in
vapour form. The total volume of hydrogen peroxide used is
injected in small increments. During injection, the pressure in
the chamber increases until a final pressure of 20 Torr (1 Torr
starting pressure +19 Torr pressure increase) is reached.
Hydrogen peroxide evaporates at a temperature higher than
water (50% hydrogen peroxide boiling point is 114° C., and
water boiling point is 100° C.). Therefore, the condensate will
be more concentrated in hydrogen peroxide than the initial
solution entering the chamber. This phenomenon was
observed with a UV lamp placed in the chamber. Even if the
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pressure in the chamber was increasing, the concentration of
hydrogen peroxide in vapour read by the UV lamp was
decreasing. Also, the concentration of the first hydrogen per-
oxide droplet (10 Torr) was titrated. It was found that the
liquid was approximately 85% concentrated hydrogen perox-
ide. However, condensation of the hydrogen peroxide inter-
feres with the sterilization of long lumens, since the hydrogen
peroxide is removed from the vapor phase during condensa-
tion. Thus, in order for the hydrogen peroxide to penetrate
long lumens, the hydrogen peroxide should be maintained in
the vapor phase as long as possible and condensation avoided
during hydrogen peroxide injection.

At a pressure of about 10 Torr, a layer of micro-condensa-
tion of the hydrogen peroxide appeared on objects in the
chamber. The thickness of the micro-condensation was cal-
culated to be only a few molecules thick, but can assist the
sterilisation, since it is well known that hydrogen peroxide
can sterilize in a vapour form as well as in liquid form (Chung
etal., 2006; Unger-Bimczok et al., 2008). Also, ozone is more
soluble in hydrogen peroxide and can form radicals right at
the surface, where spores are present.

In order to inject a high volume at once, a valve separated
by Teflon tubing was used instead of the normally used micro-
valve (AM-213-001, TSO3 Inc.). The tubing length was
determined by the volume to be injected. Since the volume
contained in the valve is significant, two sizes of valves were
used. The first type (TSO3#: CM-900-157) with an orifice of
0.062", was used for a volume up to 1.5 mL. The second
Neptune type, with an orifice 0£0.156", (CM-900-156, TSO3
Inc.), was used for a volume up to 3.5 mL. The larger valve
size also helps to push the large liquid volume into the cham-
ber. For the 35 ul. volume, a Burket 7616 micropump (CM-
113-001, TSO3 Inc.) was used. For the 23 ul. volume, a larger,
specially-made block was used.

Two cycles were used for this experiment. To test the
sterility, Cycle 1 (half-cycle) was used, where the injection
step of the conditioning phase was modified with a variation
in volume and pulse for each attempt, as previously
described. As for the condensation eftect, Cycle 3, consisting
of four phases, was utilized. This cycle was chosen due to the
fact that a greater quantity of hydrogen peroxide was injected
for the cycle, making it the worst case scenario. A third test
was performed for sterility testing. Lumens (Teflon 1 mmx80
cm) were inoculated using the wire technique according to
MCB-09-A07. After exposure to a half-cycle of Cycle 1, the
sterility of each lumen was determined according to MCB-
09-A04 rev.7 by quantitative recovery using the ultrasound
technique followed by filtration.

A burette was plugged onto the valve system in order to
precisely determine the injected volume. This volume was
then divided by the pulse number. The three TSO3 cycles
were tested with a special load representing an average load
for these three cycles. The load was always at room tempera-
ture at the beginning of the cycle. A UV lamp was also
installed on the sterilizer used. This allowed analysis of the
hydrogen peroxide vapour during the conditioning phase

Sterility was verified with Teflon wires (1 mmx80 cm)
inserted into the tubing, and tested in a half-cycle of Cycle 1.
The first injected volume by each pulse during the condition-
ing phase was 1.5 mL. In the case of a good result for sterile
efficacy, the volume would be doubled. If the result was not
satisfactory, then half the volume would be tested. Since the
result for the test using 1.5 mL per pulse was good, the test
was repeated with 2.5 m[. and 3.4 mL. Testing was stopped at
3.4 mL injection because only two pulses were necessary to
reach the desired pressure of 18 Torr. The normal condition-
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ing phase stopped at 19 Torr, but to ensure the pressure was
notexceeded, the microvalve was used between 18 to 19 Torr.

Sterility was achieved with 3.4 mL (all tests were at zero
for spore count). Thus, applicant found that variations in
pulse volume have no effect on sterilization efficacy. How-
ever, it was noticed during the sterility testing that condensa-
tion was present exactly where the hydrogen peroxide is
injected into the chamber. Therefore, more tests were per-
formed in order to determine the maximum volume that could
be injected by each pulse without condensation.

The first volume injected was again 1.5 mL.. Condensation
was present on the load at the injection site. The amount of
liquid condensate measured was similar to that observed with
a 3.4 mL injection pulse. The pulse amount was then gradu-
ally decreased by reducing the injected amount by half each
time until no more condensation was visible. At 75 uL., con-
densation was again similar to that with an injection pulse of
3.4 mL. A significant reduction in condensation build up was
observed below a pulse volume of 75 pl.. At 35 pl, conden-
sation was still visible but much reduced. At 23 ul., almost no
condensation was visible. At a pulse volume of 16 pl. abso-
Iutely no condensation was observed. Condensation was
found to occur at pulse volumes above 20 uL.. Thus, to control
the amount of unwanted condensation of hydrogen peroxide,
it is preferred to use a pulse injection volume of less than 75
uL, more preferably below 35 L., most preferably about 20
ul.

Inan exemplary process in accordance with this disclosure,
the sterilization chamber walls are maintained at a tempera-
ture of 40° C. while the load temperature may vary between
20°C. and 25° C. The concentration of the hydrogen peroxide
solution used is preferably 50%, but, concentrations as low as
3% and as high as 59% can be used. The pressure reached
inside the chamber is a function of the hydrogen peroxide
concentration used (see Table II). Even though the pressure
reached is the same for each cycle discussed above, the vol-
ume of hydrogen peroxide solution required depends on the
concentration of the solution, the type of load in the chamber
and the hydrogen peroxide adsorption capacity of the load.
The humidification level in the sterilization atmosphere prior
to ozone injection can be adjusted by using different concen-
trations of the hydrogen peroxide solution.

The dose of ozone varies between 2 mg/1 for cycle #1 and
10 mg/1 for cycle #2 and its exposure time varies between 5
minutes for cycle #1 and 10 minutes for cycle #3.

The amounts of ozone used in prior art sterilization pro-
cesses employing humidified ozone as the sterilization gas
are generally about 85 mg/l. Using hydrogen peroxide for
partial sterilization as well as humidification of the load prior
to ozone injection allows for a significant reduction in the
amount of ozone required for achieving sterilization (SAL
107%) down to a dose between 2 mg/l and 10 mg/l, depending
on the cycle chosen. This reduction is much higher than
would be expected from just the fact that hydrogen peroxide
and ozone are used in the same sterilization cycle.

Indeed the evaporated hydrogen peroxide solution injected
into the chamber is not sufficient to achieve sterilization,
although a 4 log reduction in spores has been observed. How-
ever, adding only a very minor amount of ozone in the range
of 1-10 mg of ozone per liter of sterilization atmosphere
results in full and complete sterilization at the level required
under the Security Assurance Level standards of the FDA or
world standards, such as ISO (SAL 107°). Such complete
sterilization could not be achieved using only the injection of
evaporated hydrogen peroxide solution, independent of the
amount of hydrogen peroxide solution used and the concen-
tration of the solution. Moreover, high concentrations of
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hydrogen peroxide reduce compatibility with some instru-
ments. In addition, a longer dwelling time after hydrogen
peroxide injection, for example 3 minutes instead of 2 min-
utes, does not enhance sterilization efficacy. In fact the dwell-
ing time after hydrogen peroxide injection appears to have no
effect on sterilization efficacy. Yet, adding only the minor
amount of ozone as discussed above surprisingly leads to
complete sterilization.

During the evacuation step 350 (see FIG. 3), oxygen supply
valves 21 and 26, mixture supply valve 29a, and mixture
bypass valve 295 are closed and the chamber drainage valve
44 is opened. The sterilization chamber 10 is evacuated to a
vacuum pressure of about 1 Torr (1.33 mbar). Once this
pressure is reached, which is determined by way of a pressure
sensor 13 on the sterilization chamber, the chamber drainage
valve 44 is closed and the metering unit 240 activated to
supply hydrogen peroxide solution to the evaporator unit 260
in which the solution is evaporated and subsequently flows
freely into the sterilization chamber 10. Once a pressure
increase of 19 Torr is reached in the sterilization chamber 10,
as determined by pressure sensor 13, the metering unit 240 is
deactivated and the supply of hydrogen peroxide solution to
the evaporator 260 is stopped. The chamber can be main-
tained sealed so that no injection of any substance occurs
during a following first exposure period 370, which may lasts
for 2 minutes. However, that exposure period is completely
optional. Shortly before the end of the hydrogen peroxide
injection step 360, (usually about 2 to 6 min.), the ozone
generator is activated to ensure a supply of ozone containing
gas. The flow of the oxygen/ozone mixture exiting the ozone
generator is controlled at all times by regulator orifice 28
capable of resisting the vacuum and of adjusting the flow to
between 1 and 3 litres per minute. Activation of the ozone
generator 22 includes opening of supply valve 26 and mixture
bypass valve 295. Supply valve 26 lets oxygen enter the
generator. The ozone-oxygen mixture produced by the gen-
erator is then guided directly into the ozone catalyst 52
through mixture bypass valve 295. After completion of step
370, the oxygen-ozone mixture produced by the generator 22
is guided into the sterilization chamber 10 by opening the
mixture supply valve 29a and closing the mixture bypass
valve 2956. The oxygen-ozone mixture enters the chamber 10
until the desired ozone concentration according to the cycle
chosen is reached in the chamber. The time required for this
step is dependent on the flow rate and concentration of the
ozone gas in the mixture (preferably 160 to 200 mg/INTP), as
determined by an ozone monitor 15 of a type well known in
the art. Once the desired concentration is reached, the mixture
supply valve 294 is closed to seal off the sterilization chamber
and to maintain the ozone/oxygen gas mixture in the chamber
under vacuum.

Once the supply of the sterilization gas (mixture of oxygen
and ozone gas) into the chamber is stopped, the generator 22
is stopped and the oxygen supply valve 26 is closed. The
chamber is maintained sealed for an exposure period of 5 to
10 minutes, depending on the sterilization cycle chosen by the
user. Also dependent on the cycle chosen, steps 350 to 390 are
repeated 1 to 3 more times before the sterilization is complete.
This set-up conformed to the Security Assurance Level stan-
dards of 1076 (SAL 107).

To remove all remaining hydrogen peroxide, ozone and
humidity in the sterilization chamber 10 after complete ster-
ilization, the ventilation phase 400 is engaged. The ventila-
tion phase begins after the last exposure period 390. The
chamber drainage valve 44 is opened and a vacuum is applied
down to approximately 6.5 mbar. Once the vacuum pressure
of 6.5 mbar is obtained, drainage valve 44 closes and the
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oxygen supply valve 21 opens, admitting oxygen into the
sterilization chamber 10. Once atmospheric pressure is
reached, the oxygen supply valve 21 is closed, the steriliza-
tion chamber drainage valve 44 is opened, and vacuum reap-
plied until a pressure of 1.3 mbar is reached. This last venti-
lation cycle, down to 1.3 mbar, is repeated once for a total of
three ventilation cycles. Once atmospheric pressure is
reached after the last cycle, the door mechanism of the ster-
ilization chamber is activated in step 410 to permit access to
the contents of the sterilization chamber. The ventilation
phase has two functions. First, to remove all sterilant residues
in the sterilization chamber before opening the access door
and, second, to dry the sterilized material by evaporation
when the vacuum pressure is applied. Of course, different
vacuum pressures, cycle times and number of repetitions can
beused, as long as the desired sterilant removal and drying are
achieved.

The sterilants and humidity containing gas evacuated from
the sterilization chamber 10 is passed over the catalyst 52
prior to exhausting the gas to the atmosphere to ensure a
complete decomposition of the sterilants. The catalyst 52 is
used during only two portions of the sterilization cycle, the
activation of the generator 22 (with valves 26 and 295) and the
evacuation of the sterilization chamber 10. During the start up
phase of the generator 22, the mixture bypass valve 295 is
opened and the ozone is guided across the catalyst 52. Once
the start-up phase of the generator 22 is complete, the bypass
valve 295 closes. During ventilation of the sterilization cham-
ber 10, the sterilization chamber drainage valve 44 is opened
and the ozone containing sterilization waste gas is guided to
the catalyst 52. Once the evacuation of the sterilization cham-
ber 10 is completed, the drainage valve 44 is closed. The
circulation of ozone is ensured by the vacuum pump 40. The
catalyst 52 can be located upstream or downstream of the
vacuum pump 40.

In effect, at 20° C., water boils up to an absolute pressure of
23,3 mbarand at 35° C., water boils up to an absolute pressure
of 56,3 mbar. The vacuum in the sterilization chamber is
preferably adjusted at a pressure where the boiling tempera-
ture of water is lowered below the temperature in the steril-
ization chamber. That boiling temperature may be so low that
the temperature of the hydrogen peroxide solution in the
evaporator unit would decrease rapidly and, depending on the
energy available from the surrounding structure, may freeze if
no energy supply is provided. The energy needed to evaporate
the hydrogen peroxide solution is taken from many sources. It
is taken principally from the main body of the evaporator unit
260, which is in the form of an aluminum block provided with
a heating arrangement (not shown). The evaporation process
may also cool the humidifier to a point where moisture con-
denses on the sterilization chamber walls. This is avoided by
heating the chamber walls sufficiently to keep them at least at
room temperature, preferably at 40° C. This is achieved with
a heating arrangement (not illustrated), which will be readily
apparent to the person of skill in the art.

The evaporated hydrogen peroxide solution injected into
the chamber increases the relative humidity in the steriliza-
tion chamber. This humidification significantly improves the
efficacy of the ozone sterilization step. Oxygen/ozone-con-
taining sterilization gas is injected into the humidified steril-
ization chamber at a temperature close to ambient. The
ozone-containing gas is not heated prior to injection.

Hydrogen peroxide has its limitations when it comes to
sterilizing medical instruments. H202 is less stable when in
contact with metal, as for example, stainless steel. This prob-
lem is aggravated at low pressures, at which chemical reac-
tions are accelerated. Therefore, the decomposition of hydro-
gen peroxide will be accelerated under vacuum, limiting the
time available to sterilize long metal tubing. Moreover, the
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diffusion of H202 is limited since it is not a gas. Hydrogen
peroxide would reach the end of long tubing by way of dif-
fusion, but by that time its concentration will have decreased,
due to accelerated decomposition, to a level where it is no
longer sufficient for sterilization.

Applicants have discovered, as disclosed above, that these
problems can not only be overcome by the addition of a
sterilant gas such as ozone, but that the humidification of the
chamber by decomposition of the hydrogen peroxide into free
radicals improves the efficacy of the sterilant gas. Moreover,
applicants have surprisingly discovered that ozone can be
advantageously replaced by nitrogen monoxide, or nitric
oxide. The applicants discovered that the water and oxygen
generated during hydrogen peroxide decomposition also
improves the efficacy of the nitric oxide.

Nitrogen monoxide (or nitric oxide) is known to be cell
toxic at low concentrations. In the presence of water and
oxygen, NO reacts to form nitrogen dioxide, NO2, which is
also highly toxic. In the absence of oxygen, NO does not form
NO2, but reacts to form nitric acid, which is very corrosive to
other materials.

2NO+3 H202—2HNO3+2H20 (D

2NO2+H202—2HNO3 2)

The problem of nitric acid formation is minimized by mix-
ing the nitric oxide with hydrogen peroxide instead of water,
since the required NO concentration after hydrogen peroxide
pre-conditioning is very low. H202 treatment, weakens the
spore coat, and hydrogen peroxide and nitric oxide, when
mixed together, form free radicals, similar to the reaction of
ozone when mixed with hydrogen peroxide.

HO+H202—=H20+HO2. 3)

HO2.+4NO—HO.+NO2 4

HO.+NO—HONO )]

Those radicals will react rapidly with all organic sub-
stances, oxidizing them. The speed of oxidation will be in the
order of 109, instead of 101 for NO or O3 alone.

Applicants tested the efficacy of replacing the ozone gas
originally tested by another gas, such as oxygen and nitric
oxide. The test evaluated the sterile efficacy on inoculated
devices. Inoculated wires were inserted in tubing and after-
wards in pouches. The pouches were also placed at the top of
the loading carriage in the sterilization chamber. This area is
considered the point of least efficacy in the chamber.

EXAMPLES

The same loads were used for the three series of tests
performed: ozone, oxygen and nitric oxide. The length, diam-
eter, material and type of tubing were different for each cycle
and are described in Table 3. The inoculated lumens were
placed in a special load representing an average load for the
three cycles.

TABLE 3

Length, diameter and material of tubing for each cycle.

Cycle number Diameter (mm) Length (em) Material

Cycle 1 1 80 Teflon
Cycle 2 1 50 Stainless steel
Cycle 3 1 110 Teflon

The lumens used to evaluate the sterile efficacy were inocu-
lated according to protocol MCB-09-A07 rev 9. The wire
method was used. The wires were inoculated with 10 ulL of'a
G. stearothermophilus ATCC 7953 spores suspension of 1.0x
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10° to 2.5%x10° UFC/10 uL. The inoculated wires were left to
dry overnight at normal room conditions.

Test loads were exposed to a half-cycle of each cycle. For
the experiment with oxygen and nitrogen oxide, ozone was
replaced by the gas to be tested. A burette was also plugged on
the valve system in order to precisely determine the H202
injected volume. After the exposure, the sterility of each
lumen was determined according to MCB-09-A04 rev.7 by
quantitative recovery using the ultrasound technique fol-
lowed by filtration.

Ozone

The baseline of sterile efficacy on the inoculated lumens
used in each cycle was established using only hydrogen per-
oxide. Cycles using hydrogen peroxide and ozone were per-
formed to compare the efficacy of oxygen and nitrogen oxide
1o ozone.

Oxygen

The oxygen was injected in the chamber using the same
system as that used for ozone. The ozone generator was
turned off.

Nitric oxide

The NO was injected however directly in the chamber from
an independent NO cylinder (Praxair). A Neptune valve with
an orifice of 0.156" (CM-900-156, TSO3 Inc.), separated by
a Teflon tube was used for this injection. By doing so, the gas
was forced into the chamber.

All tests were performed outside in order to limit possible
dangers from accidental leaks. A NO detector was used. A
long tube was plugged into the catalyst converter unit, to
allow the NO to be eliminated far from the set-up. A calcula-
tion was performed (see below) to determine the number of
valve injections necessary to obtain a concentration of 2
mg/L.

Valve volume: 3.3 mL (Volume calculated in R-1937)

NO Density NTP: 1.25 g/

Sterilisation chamber volume: 125 L

Finale concentration desired: 2 mg/L,

NO Pressure: 3 psig

Corrected volume: 3300x((14.7 +3)/14.7)=3973.2 ul,

Mass to be injected: 0.002 g/[.x125[.=0.25 gno

Masse injected by each injection: 1.25 g/[.x0.003974
[=4.9665%10-3 g/injection

Number of injections required: 0.25 gno /4.9665x10-3
g/injection=>50 injections

Two lenses were present in the chamber, one at the bottom
rear, and the other one at the top rear. They were exactly
aligned one on top of the other. One lense emitted UV light
from a tungsten source, and the other lense was connected to
a UV detector. This set-up allowed the measurement of the
hydrogen peroxide vapour in the chamber.

Hydrogen peroxide has some inactivation activity against
spores of G. Stearothermophilus. However, the percentage of
sterility achieved in lumens is not sufficient to use it alone,
especially for rigid and long flexible lumens. Results for
hydrogen peroxide and of other gases mixed with the hydro-
gen peroxide are summarized in Table 4.

TABLE 4

Percentage of sterility for the three TSO; cycle with different
terilizing agent mixed with hydrogen peroxide.

Sterilizing Agent Sterile lumens

Used Cycle 1 Cycle 2 Cycle 3
H,0, 50% 12.5% 16%
H,0,+ 054 77% 50% 77%
H,0,+0, 11% 0% 77%
H,0, +NO 100% 66% 66%
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In the case of oxygen mixed with hydrogen peroxide, con-
centrations equivalent to the ozone dose were used in each
cycle, in other words, 2 mg of O2/L. for cycle 1, 10 mg/I for
cycle 2, and finally 3 mg/L. for cycle 3. Oxygen hindered the
efficacy of the process in Cycles 1 and 2 compared to hydro-
gen peroxide alone or mixed with ozone. In Cycle 3, the
efficacy of the process with oxygen or ozone is equivalent.
Consequently, oxygen was found ineffective to replace
ozone.

Although nitric oxide is a well known disinfecting agent, it
was never mixed with hydrogen peroxide, since the mixture
can be explosive at high concentrations. To minimize the
explosion danger, the NO concentration was limited to 2
mg/L. for three cycles of a first series of tests. Sterility was
achieved for some samples in all of the cycles so the nitrogen
monoxide concentration was not further increased. The
results were very conclusive, i.e., better than or similar to
ozone mixed with hydrogen peroxide.

Even if no controls were done to verify the inactivation of
G. stearothermophilus spores by NO in this study, it was
demonstrated in multiple studies that the inactivation rate of
NO is low. When NO is injected into a sterilization chamber
and combined with humid air, the NO reacts with the oxygen
ata predictable rate to form NO2, which is lethal to the spores
of G. stearothermophilus. When NO is injected into a steril-
ization chamber with no oxygen atoms present, the NO does
not form NO2, and spores are not sterilized (http://vvww.m-
ddionline.com/article/sterilizing-combination-products-us-
ing-oxides-nitrogen). Based on the Noxilizer sterilization
process publisher data, at 5.12 mg/[. NO2, the D-value is only
0.3 minutes. At 3 mg/L, the D value is approximately 1.9
minutes.

In this experiment, the amount of NO injected was 2 mg/L..
Considering that all NO molecules were transformed in NO2,
a D-value of 1.9 minutes for a concentration of 2 mg/[L of
NO2, only 2.5 log of spores would have been inactivated by
the NO2. This less than the 6 log present on the inoculated
devices. In reality, the conversion rate of NO in NO2 is
probably not 100%, and the D-value is more than 1.9 minutes.
Thus the number of spores inactivated by NO only is probably
more around 1 log.

The substitution of ozone by another gas was tested in all
three cycles of the present process. Hydrogen peroxide injec-
tion was performed as usual. Two gases were tested. The first,
oxygen, did not achieve conclusive results. Sterility was not
achieved in two of the three cycles.

Nitric oxide was also tested. Results show a complete
sterility in all three cycles. The concentration used for all tests
was low. Only 2 mg/LL was injected for the three tests. The use
of this chemical could be considered in the future. However,
significant changes to the sterilizer will have to be made to
accommodate this. Since NO, is formed during the cycles,
only compatible materials could be used Also, protective
equipment, like for example NO detector would have to be
considered.

Other sterilant gases that can interact with hydrogen per-
oxide to continue the formation of free radicals could be used
in replacement of ozone, such a chloride dioxide.

On the other hand, many different molecules can have the
same effect as hydrogen peroxide on ozone. Some ions can
also have the catalytic effect of hydrogen peroxide on ozone.
Co?*, Ni**, Cu**, Mn**, Zn**, Cr** and Fe**, Ti** ions
enhance the decomposition of ozone (Ahmed et al., 2005). All
transition metals that can form a molecule with oxygen will
decompose ozone. The positive ions will try to become neu-
tral by taking an oxygen atom to the ozone molecule. The
ozone molecule being more or less stable will easily give the
oxygen atom. Water with a basic pH will be richer in hydroxyl
ions. Hydroxyl ions decompose ozone into atomic oxygen.
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Those oxygen atoms can form hydroxyl radicals afterward.
Therefore, any molecules that can be used to render the solu-
tion pH basic will favour the decomposition of ozone. Good
examples are NaOH or KOH.

Another source of hydroxyl radicals are all solvents con-
taining an alcohol group. Those solvents will provide OH ions
and will favour the dilution of ozone. In the same vein, for-
mate and humic substances can initiate the chain towards
radical formation (Glaze et al., 1987). Some acids can also be
used such as acetic acid and para-acetic acid. Ozone being
more soluble and stable in acidic solution will be able to react
longer and be more concentrated. Any molecule containing a
carbonate, bromine, phosphate or sulphate group will also
decompose ozone (Beltran, 2004).

As shown in FIGS. 2 and 7, the delivery unit 200 includes
a bottle holder 202 for receiving a sealed hydrogen peroxide
solution bottle 180. The holder has a bottle seat 204 in which
the bottle 180 is fittingly received. The bottle 180, which will
be discussed in more detail further below, is held in the seat
204 by gravity only. The holder 202 is rotatably mounted on
pivot 203 for movement between an open position as illus-
trated in FIG. 7, which the bottle 180 can be placed into or
removed from the holder and a closed position in which the
holder is completely within the sterilizer cabinet (not shown)
and a front cover 205 of the holder closes off all access to the
holder from outside the cabinet. When the holder 202 is in the
closed position, a pneumatically driven drainage arrangement
207, including a needle drive, in this embodiment a vertically
oriented pneumatic cylinder 208, and a drainage needle 209
mounted on the piston rod 210 of the cylinder, is activated to
drain all hydrogen peroxide solution from the bottle 180. This
is achieved by activating the cylinder 208 to force needle 209
through the bottle seal until the needle tip reaches the bottom
of the bottle 180. The needle 209 is fluidically connected to
the reservoir 240 (see FIG. 8) and the solution is aspirated
from the bottle 180 and into reservoir 240 by using the
vacuum generated by the vacuum pump 44 to which the
reservoir 240 can be fluidically connected by conduit 211 and
valve 212 (see FIG. 1). Once the contents of the bottle 180
have been aspirated, the holder can be opened and the bottle
removed, or the empty bottle can be kept in the holder until a
refill of the reservoir 240 is required. The reservoir 240 is
provided with a level sensor 242 which provides a signal to
the control system on the liquid level in the reservoir. Based
on the signal received from the sensor 242, the control system
notifies the user if the amount of liquid in the reservoir 240 is
insufficient for the execution of the cycle selected by the user.

In an alternate embodiment, the hydrogen peroxide deliv-
ery system does not include a reservoir. Instead, the bottle 180
itself is cooled down (CS-01) to avoid rapid degradation of
the aqueous hydrogen peroxide. A sensor (S14) measures the
amount of solution left in the bottle. When the solution
reaches a 1% preselected level, a 1 warning appears on the
screen and when a lower, 2"/ preselected level is reached, the
message generated from the software to the operator specifies
that only one more sterilization cycle #1 or #2 can be run with
the remaining solution in the bottle. The operator will then
have to reload the delivery system with a fresh, full bottle.

As shown in FIGS. 104 to 104, the bottle 180 has a conical
bottom 182 to ensure a complete drainage of all liquid in the
bottle, thereby reducing the danger of spills or contamination
on removal of a drained bottle. In order to ensure the bottle
180 securely remains upright, a stand 184 is attached to the
bottom end of the bottle. The stand 184 includes an upturned
cup 185 snap fitted into a circumferential groove 186 on the
bottle exterior wall 187. The needle 209 is aligned with the
lowest point in the bottle bottom and can be moved into the
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bottle, through the bottle seal, until it reaches the lowest point
in the bottle. Mechanical, electronic or other control struc-
tures and functions are provided to ensure contact of the
needle with the bottle bottom while preventing penetration of
the bottle bottom. A pressure sensor is preferably incorpo-
rated into the reciprocating needle drive and/or the needle
mount (not shown).

Control System

The sterilization apparatus is preferably controlled by the
scheme presented in the electrical block diagram (FIG. 9 and
Process Flow Diagram (FIG. 3). The control system is built
around a PLC shelf (Programmable Logic Controller). This
shelf contains a power supply (107) a CPU unit (108), a
Device Net Transceiver (109), a 32x24 Volt DC discrete input
module (110), a 16x120 VAC discrete output module (111)
and finally 16 transistor discrete output module (112), an
RS232C communication module. All those modules are
stacked together by an intrinsic connecting system that con-
tains a data and address bus.

Device Net is an industrial serial communication protocol
largely used in the industry for instrumentation and control.
In this sterilization apparatus, the Device Net transceiver
(109) is used to communicate in full duplex, the data between
the CPU (109) and the 15 bit A/D converter (106), a 15 bit
D/A converter (125) and both Digital Temperature Interfaces
(120), (121).

The PL.C CPU possesses three RS232 ports. One is used to
receive and send data to the Touch Screen Terminal (118),
another one is used to send data to a thermal printer (119) and
the last port is used as a service port where a PC (Personal
Computer) can be hooked up to communicate with the PLC
CPU (108) to load up the control protocol program. (Control
Protocol Program is not in the scope of this document).

The Touch Screen terminal (118) is located at the front of
the sterilizer beside the thermal printer (119). Touch Screen
Terminal and thermal printer constitute a User Interface ter-
minal.

Power needed for: thermal printer (119), Device Net Link,
(109), (106), (120), (121), (125), Chamber Pressure Sensor
(104) electronic oxygen regulator (126) and PLC discrete
inputs (111) and discrete outputs (112) is provided by the DC
Power Supply (103).

Chamber Pressure Sensor (104) and Ozone Monitor (105)
have a standard O to 10 VDC output signal. Electronic Oxygen
Regulator have an output of 0 to 5 VDC. All signals are sent
to a 15 bits A/D converter. All converted signals are sent to the
CPU by the Device net digital link for processing.

Power input (100) of the sterilizer is a three wire 208 to 240
VAC single phase type without neutral. The power input is
filtered to prevent conducted RFI (101). The power is distrib-
uted by power distribution buss (102) to the various electrical
systems of the sterilizer apparatus.

A cooling system (60) is used to cool down the ozone
generator. This system includes the cooling unit (114) and the
coolant circulator pump (113). The temperature of the coolant
in the generator is sensed by an RTD located at the generator.
The temperature is sent to the CPU (108) by the Device Net
system (109) (120) (121). Coolant circulator (113) and cool-
ing unit (114) are controlled by contactors driven by PL.C
outputs (111) which in turn are controlled by the software
protocol. All input and output required to achieve cooling
system control are listed on the electrical block diagram as:
Circulator Pump Relay, Cooling System Relay, Circulator
Overload Sensor, Cooling System Overload system, Refrig-
erant Low Pressure and Coolant Flow Switch.

The vacuum control system includes the vacuum pump 40
and a pressure sensor 104. The start and stop operations of the
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vacuum pump are controlled according to the control proto-
col. All input and output required for the vacuum system is
listed on the diagram: Vacuum Pump Contactor, Vacuum
Pump not running sensor, Vacuum pump Overload sensor,
Vacuum to Chamber Valve (44), Air Pulse Valve (18) and
Oxygen to Chamber Valve (21). The pressure sensor output is
converted by the 15 bit A/D converter (106) and sent to the
CPU by the Device Net digital Link (109). The pressure
sensor also possesses two discrete outputs indicating to the
CPU (108) the following conditions: Chamber Pressure Sen-
sor at Temperature and Chamber Pressure Sensor Heater fail-
ure. Those two signals are listed on the electrical block dia-
gram as PLC inputs.

The sterilization chamber door actuator system includes an
electric drive of the screw type and four inductive sensors
which allow the detection of the closure of the door and the
locked or unlocked position of the actuator as part of the
control protocol. The door opening system is also used in the
alarm conditions management protocol to assure the safety of
the user. All input and output required to achieve the door
actuator system are listed on the electrical block diagram as:
Lock Door Relay, Unlock Door Relay, Door closed Lower
Sensor (S2), Door closed Upper Sensor (S1), Door Locked
Sensor (S4) and Door Unlocked sensor (S3).

The Ozone power supply (116) includes a full wave recti-
fier, an oscillator circuit and a high voltage transformer. The
output of the transformer is hooked up to the ozone generator
(22). The power supply (116) is mounted as a resonator using
the non-ideal characteristics of the high voltage transformer.
The CPU 108 controls the ozone production and ensures by
way of the ozone monitor 104 and Electronic oxygen regula-
tor (126), that the concentration desired for sterilization is
achieved and maintained throughout the sterilization cycle.
All input and output required by the Ozone Generation Sys-
tem is listed on the diagram as: Oxygen Supply Valve (26),
Ozone to Chamber Valve (294), Ozone Dump to Catalyst
Valve (2956), Ozone Monitor Zeroing), High Voltage Standby
Relay, High Voltage Current Limiter, Ozone High Voltage
Overload sensor Rectifier High Temperature Sensor, Ozone
monitor Failure.

The oxygen supply system is a unit called Electronic Oxy-
gen Pressure Regulator. A proportional Valve (26) which also
shuts off the oxygen is controlled by an integrated PID circuit
converting an analog signal from an absolute pressure sensor
(27). Then the PID sends the appropriate duty cycle current to
the proportional valve (26). With the orifice 28 this system
constitutes an oxygen flow regulator. The mechanical regu-
lator 24 is used as a first stage regulator to lower the oxygen
pressure of 60 psi to 10 psi. The electronic regulator also
provides the alarm condition protocol to ensure the protection
of the user. Inputs used for the alarm condition are listed on
the electrical block diagram as: Oxygen High Pressure Sensor
and Oxygen Low Pressure Sensor. Also, the electronic oxy-
gen pressure regulator provided a 0 to 5 VDC analog output
read by the A/D converter 106 trough device net network.

The control system is provided with a user interface 118. In
the preferred embodiment, this interface includes a touch-
sensitive liquid crystal display (LCD) screen 118, a printer
119 for performance reports and a communications port 153
(Series RS-232) allowing the user to receive and transmit
information necessary for use of the apparatus. It will be
readily apparent to the person skilled in the art that other types
of user interfaces can be used such as touch-sensitive pads,
keyboards, or the like, and other types of communications
interfaces. Thermal printer status inputs appear on the elec-
trical block diagram as: Printer Off Line Sensor and Printer
Out of Paper.
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H202 Dispensing System Control Processing

At the moment, two configurations of an H202 dispensing
system are possible. The control system could be used for
both systems. The first system depicted in the present appli-
cation in FIG. 7 and FIG. 8 is mainly a bottle of H202 (180)
flushed into a temperature controlled reservoir (240) FIG. 8.
This first system will be described with reference to FIGS. 7,
8, 9 and 2. All input and output sensors described in the
following appear in the list of inputs and outputs of the control
system listed on FIG. 9. When the sterilizer is first initialized,
the door 12 is closed and the closed position is sensed by
switch S7. No bottle is sensed in the holder by (S6), the
puncture needle is also retracted to the up position by the
cylinder PA-01 (208). S8 and S9 provide sensing for the
upward and downward position of cylinder (208). Also,
actuator PA-02 is retracted in the holder unlocked position.
The user is invited by the message on the screen (118) to open
the door (205) and to insert a H202 bottle in the holder. So
when the bottle is sensed by S6, another message on the
screen (118) invites the user to close the door (205) which is
sensed by S7. Software control is carried out by the CPU
(108) and condition sensors. The bottle is set by gravity on a
rotating base (209). The CPU starts the motor M-02 to rotate
the bottle 180. A bar code reader BS-01 (FIG. 2,) (122) FIG.
9 reads a bar code on the bottle. The CPU verifies the expiry
date of the bottle and if the bottle is past its expiry date, the
door 205 remains unlocked and a message on the screen (118)
invites the user to change the bottle for another one. If the date
is correct, the CPU stops the motor M-02 and locks the door
(205) by actuating PA-02 (FIG. 2). Then CPU actuates the
cylinder (208) for the needle 209 to perforate the sealed cap of
the bottle until S9 senses the needle in the down position.
Then the bottle is totally emptied into the reservoir 240 by
suction provided through valve (212) and vacuum from pump
(40). The door (205) remains locked until all the H202 in the
reservoir has been used. Level sensors S10 and S11 provide
the conditions necessary for the CPU to estimate if another
bottle is needed. If so, the needle is retracted from the bottle
and the door (205) is unlocked and the user is invited by a
message on the screen (118) to replace the H202 bottle.
Description of the Alternate and Preferred H202 Dispensing
System

The following dispensing system does not include the
cooled reservoir (240). Instead, the H202 remains in the
bottle (180). Level detectors S10 and S11 are removed and
replaced by an ultrasonic level detector which is spring
loaded against a side of the bottle near the bottom and used as
a low level detector to indicate to the CPU an empty bottle.
Because this sensor is spring loaded, it adds too much friction
on the bottle to use the motor M-02. Therefore, the user is
invited by a message on the screen (118) to rotate the bottle
manually until the bar code is read by (BS-01) FIG. 2 or (122)
FIG. 9. If the bottle is not out of date, the user is invited to
close the door (205) and the CPU locks the compartment of
the bottle holder and actuates (208) to puncture down the
needle. In that preferred embodiment, the H202 holder is
temperature controlled by a Peltier cell unit. An RTD attached
to the holder and connected to the temperature interface (121)
sends data to the CPU (108) by Device Net network and the
CPU controls by PID function the amount of power being
applied to the Peltier cell unit. The Peltier unit is supplied by
the 12 VDC (121) power supply used also for the air com-
pressor driving the pneumatic system composed of SV-15,
SV-16, actuators (PA-02 and PA-01) on FI1G. 2 . Between each
cycle, the line connected between the H202 bottle (180) and
micro valve module (240) will be purged by SV20. Near the



US 9,402,928 B2

21

inlet of module (240) a foam optical detector snapped on the
H202 line will indicate the total refill of the line without air in
the line.

To that point both H202 dispensing systems can supply the
micro valves module (240). The micro valves (SV-18 and
SV19) are working reciprocally for a preset duty cycle pro-
gram on an on board microcontroller circuit generating the
proper timing pulses for both micro-valves. That electronic
circuit is activated by a signal from the CPU (108) called
H202 pump controller signal FIG. 9. Under software control,
a proper amount of H202 is allowed in the humidifier mani-
fold (260, FIG. 1). This manifold is temperature controlled by
the CPU (108) using data of RTD (TT-04, FIG. 1) and con-
trolling heater HTR-01 (FIG. 1) by PID function. Then the
H202 vaporizes in the manifold (260) and the vapor is sent to
the chamber under vacuum through pipe (280, FIG. 1).

In the preceding description, for purposes of explanation,
numerous details are set forth in order to provide a thorough
understanding of the embodiments of this disclosure. How-
ever, it will be apparent to one skilled in the art that these
specific details are not required in order to practice this dis-
closure. In other instances, well-known sterilizer structures
and circuits are shown in block diagram or symbol form in
order not to obscure this disclosure. For example, specific
details are not provided as to whether certain parts of the
sterilizer controls are implemented as a software routine,
hardware circuit, firmware, or a combination thereof.

The above-described embodiments of this disclosure are
intended to be examples only. Alterations, modifications and
variations can be effected to the particular embodiments by
those of skill in the art without departing from the scope of
this disclosure, which is defined solely by the claims

appended hereto.

TABLE III

Oxygen Circuit
FTR-01 Oxygen Inlet Filter
RG-01  Oxygen Pressure Regulator
SV-01  Oxygen Supply Valve
PS-01  Oxygen Pressure Switch
FI-01 Oxygen Flow Indicator
SV-05  Oxygen To Chamber Valve

Ozone Circuit

Ozone Generator
TT-01  Temperature Transmitter for Ozone Generator Cooling
AOZ-01 Ozone Monitor
Orifice (used to regulate ozone flow to chamber)
SV-02  Ozone To Chamber Valve
SV-04  Ozone Dumped Valve (By-pass)
Air Circuit
AC-01  Air compressor
AT-01  Compressed air tank
PS-03  Pressure switch for air compressor
RG-03  Air pressure regulator
PI-03 Air Pressure indicator
FTR-03 Air inlet filter
Aluminium Block
TT-04  Aluminium Block Temperature Transmitter
HTR-01 Heating Element
STERIZONE Solution Circuit

SV-17  H,0, filling valve
SV-21  H,0, vent valve
SV-18  H,0, inlet valve
SV-19  H,0, outlet valve
SV-20  H,0, purge valve
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TABLE IlI-continued

STERIZONE Solution Supply System

S6 Sensor (detects STERIZONE Solution container presence-
absence status)
S7 Sensor (detects STERIZONE Solution compartment open-
close status)
S8 Sensor (detects PA-01 upper position)
S9 Sensor (detects PA-01 lower position)
S12 Sensor (detects STERIZONE Solution compartment locked-
unlocked status)
S13 Sensor (detects STERIZONE Solution compartment access
(fascia) opened-closed status)
S14 Sensor (detects the lower level of H,O, in the bottle)
S15 Sensor (detects presence of air bubble in the line)
SV-15  Air pilot valve for needle puncture actuators
PM-900-014
SV-16  Air pilot valve for STERIZONE Solution compartment lock
actuator
B-01 Custom taper shape bottom STERIZONE Solution bottle
BS-01  Barcode scanner for bottle
PA-01  Pneumatic actuator for bottle puncture
PA-02  Pneumatic actuator for STERIZONE Solution compartment lock
PA-03  Pneumatic actuator for puncture needle centering
M-02 Electric motor that rotate bottle for barcode scanning
CS-01  Cooling system for the bottle
VS-02  Vacuum switch (to fill and purge H,O, line)
Sterilization Chamber
S1 Door Closed Upper Switch
S2 Door Closed Lower Switch
S4 Door Locked Switch
S3 Door Unlocked Switch
PT-01  Chamber Pressure Transmitter
VS-01  Chamber Vacuum Switch
TT-03, Chamber Temperature Transmitters
5,6
TT-07  Chamber Door Temperature Transmitter
Vacuum Circuit
SV-06  Chamber Vacuum Valve
M-01 Vacuum Pump Run status flag
M-01 Vacuum Pump Contactor
CAT-01 Catalytic Converter
Catalyst Drying Circuit
FTR-02 Port muffler
SV-11  Air to Catalytic Converter Valve (Catalyst Dryer Valve)
PM-900-002
Cooling Circuit
FS-02  Coolant Flow Switch
M-05 Circulation Pump Run status flag
M-05 Circulation Pump Contactor
Overload Circulation Pump
PS-02  Compressor Low Pressure Switch
M-06 Compressor Run status flag
M-06 Compressor Contactor

Overload Compressor

The invention claimed is:

1. A method of metering a preselected volume of hydrogen
peroxide, in a metering unit including a metering passage
having a fixed known volume and extending through a body
from an upstream end to a downstream end, the method
comprising the steps of

a) connecting the metering passage at the downstream end

to a vessel under vacuum, while the upstream end is
sealed, to evacuate the metering passage;

b) sealing the evacuated metering passage at the down-

stream end;

¢) while the downstream end is sealed, connecting the

evacuated metering passage at the upstream end to a
supply of hydrogen peroxide solution for a time suffi-
cient to draw the hydrogen peroxide solution into the
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evacuated metering passage and fill the metering pas-
sage with the hydrogen peroxide solution;

d) sealing the metering passage at the upstream end; and

e) repeating steps a) to d);

whereby steps a) to d) are repeated X number of times, X

being a whole number represented by a quotient of the
preselected volume divided by the fixed known volume
and repeating steps a) to d) leads to a flow of hydrogen
peroxide through the metering passage from the
upstream end to the downstream end.

2. The method of claim 1, wherein the metering unit
includes an intake valve at the upstream end to seal the
upstream end and an exhaust valve at the downstream end to
seal the downstream end and the valves are switched oppo-
sitely so that one valve is closed while the other is open, to
evacuate the passage when the intake valve is closed and the
exhaust valve is open, fill the passage when the exhaust valve
is closed and the intake valve is open and once again evacuate
the passage through the exhaust valve when the intake valve
is closed and the exhaust valve is open.

3. The method of claim 1, wherein the known volume of the
passage is between 75 ulL and 15 ul..

4. The method of claim 3, wherein the known volume is
between 35 ulL and 15 pl.

5. The method of claim 3, wherein the known volume is
between 20 ulL and 15 pl.

6. A method of metering hydrogen peroxide gas in a meter-
ing unit into an evacuated sterilization chamber connected to
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an evaporator under vacuum, the metering unit including a
metering passage having a fixed known volume and extend-
ing through a body from an upstream end to a downstream
end, the method comprising the steps of

a)continuously monitoring a pressure in the sterilization
chamber;

b)connecting the metering passage at the downstream end
to the evaporator, while the upstream end is sealed, to
evacuate the metering passage;

c)sealing the evacuated metering passage at the down-
stream end;

d) while the downstream end is sealed, connecting the
evacuated metering passage at the upstream end to a
supply of hydrogen peroxide solution for a time suffi-
cient to draw the hydrogen peroxide solution into the
evacuated metering passage and fill the metering pas-
sage with the hydrogen peroxide solution;

e) sealing the metering passage at the upstream end; and

f) repeating steps a) to d); until a preselected pressure is
reached in the sterilization chamber; wherein the known
volume of the metering passage is between 75 ulLand 15
ul.

7. The method of claim 6, wherein the known volume is

between 35 pulL and 15 pl.

8. The method of claim 7, wherein the known volume is

between 20 ulL and 15 pl.
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